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the documentation must be maintained 
by the laboratory for two years from 
the date of participation in the pro-
ficiency testing event. 

(f) Failure to achieve satisfactory 
performance for the same analyte in 
two consecutive events or two out of 
three consecutive testing events is un-
successful performance. 

(g) Failure to achieve an overall test-
ing event score of satisfactory perform-
ance for two consecutive testing events 
or two out of three consecutive testing 
events is unsuccessful performance. 

§ 493.853 Condition: Pathology. 
The specialty of pathology includes, 

for purposes of proficiency testing, the 
subspecialty of cytology limited to 
gynecologic examinations. 

§ 493.855 Standard; Cytology: 
gynecologic examinations. 

To participate successfully in a cy-
tology proficiency testing program for 
gynecologic examinations (Pap 
smears), the laboratory must meet the 
requirements of paragraphs (a) through 
(c) of this section. 

(a) The laboratory must ensure that 
each individual engaged in the exam-
ination of gynecologic preparations is 
enrolled in a proficiency testing pro-
gram approved by CMS by January 1, 
1995, if available in the State in which 
he or she is employed. The laboratory 
must ensure that each individual is 
tested at least once per year and ob-
tains a passing score. To ensure this 
annual testing of individuals, an an-
nounced or unannounced testing event 
will be conducted on-site in each lab-
oratory at least once each year. Lab-
oratories will be notified of the time of 
each announced on-site testing event 
at least 30 days prior to each event. Ad-
ditional testing events will be con-
ducted as necessary in each State or 
region for the purpose of testing indi-
viduals who miss the on-site testing 
event and for retesting individuals as 
described in paragraph (b) of this sec-
tion. 

(b) The laboratory must ensure that 
each individual participates in an an-
nual testing event that involves the ex-
amination of a 10-slide test set as de-
scribed in § 493.945. Individuals who fail 
this testing event are retested with an-

other 10-slide test set as described in 
paragraphs (b)(1) and (b)(2) of this sec-
tion. Individuals who fail this second 
test are subsequently retested with a 
20-slide test set as described in para-
graphs (b)(2) and (b)(3) of this section. 
Individuals are given not more than 2 
hours to complete a 10-slide test and 
not more than 4 hours to complete a 20- 
slide test. Unexcused failure to appear 
by an individual for a retest will result 
in test failure with resulting remedi-
ation and limitations on slide examina-
tions as specified in (b)(1), (b)(2), and 
(b)(3) of this section. 

(1) An individual is determined to 
have failed the annual testing event if 
he or she scores less than 90 percent on 
a 10-slide test set. For an individual 
who fails an annual proficiency testing 
event, the laboratory must schedule a 
retesting event which must take place 
not more than 45 days after receipt of 
the notification of failure. 

(2) An individual is determined to 
have failed the second testing event if 
he or she scores less than 90 percent on 
a 10-slide test set. For an individual 
who fails a second testing event, the 
laboratory must provide him or her 
with documented, remedial training 
and education in the area of failure, 
and must assure that all gynecologic 
slides evaluated subsequent to the no-
tice of failure are reexamined until the 
individual is again retested with a 20- 
slide test set and scores at least 90 per-
cent. Reexamination of slides must be 
documented. 

(3) An individual is determined to 
have failed the third testing event if he 
or she scores less than 90 percent on a 
20-slide test set. An individual who 
fails the third testing event must cease 
examining gynecologic slide prepara-
tions immediately upon notification of 
test failure and may not resume exam-
ining gynecologic slides until the lab-
oratory assures that the individual ob-
tains at least 35 hours of documented, 
formally structured, continuing edu-
cation in diagnostic cytopathology 
that focuses on the examination of 
gynecologic preparations, and until he 
or she is retested with a 20-slide test 
set and scores at least 90 percent. 

(c) If a laboratory fails to ensure that 
individuals are tested or those who fail 
a testing event are retested, or fails to 
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